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bService of Orthopaedics and Traumatology, University Hospital Center and University of Lausanne, Lausanne, SwitzerlandHypothesis: We hypothesized that the malpositioning of the humeral component can preclude the long-
term success of anatomical total shoulder arthroplasty. The goal of this study was to evaluate the mechan-
ical consequences of superior and inferior malpositioning of the humeral head.
Materials and methods: A numerical musculoskeletal model of the shoulder joint allowing natural
humeral head translation was used to simulate a loaded abduction movement controlled by muscular acti-
vation. An inferior and superior malpositioning of 5 mm were compared to an optimal positioning.
Impingements, articular contact pattern, and cement stress were evaluated.
Results: Inferior malpositioning of the humeral head induced impingement and limited the abduction
level, while superior malpositioning increased the subluxation risk. Both inferior and superior malposition-
ing increased the stress level within the cement mantle.
Discussion: This numerical study highlights the importance of an anatomical reconstruction of the gleno-
humeral surfaces for the success rate of anatomical total shoulder arthroplasty.
Level of evidence: Basic Science Study.
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a common and satisfactory treatment for glenohumeral
arthritis. A review paper with an average duration of follow-up
of 5.3 years reported that overall patient satisfaction was
excellent, good, or satisfactory.1 The authors of this paper,
however, reported that the 2 most common complications are
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.2010.06.006100%) and instability (prevalence of 4%). In addition, the
loosening of the glenoid component has been associated with
malpositioning of the prosthesis.25 Implant malpositioning, in
the sense of a nonanatomical reconstruction of the articular
surfaces, can be caused by technical errors in the positioning
of anatomical prostheses, but also by using nonanatomical
prosthesis designs.12
The effect of malpositioning of the humeral head on
impingements was evaluated in a cadaveric study.24 Offsets
in the superior-inferior and anterior-posterior directions
were investigated using passive rotation of the humerus at
90 of arm elevation. In a cadaver study, Nyffeler et alBoard of Trustees.
Figure 1 Schematic illustration of the numeric musculoskeletal
model used in this study.
Humeral component malpositioning after TSA 1185measured the effect of superior malpositioning the humeral
head on the range of motion and moment arms of the
rotator cuff muscles during passive glenohumeral abduction
in the scapular plane.11 They observed a diminution of the
maximum abduction angle and a diminution of the moment
arms during the entire range of abduction. In a recent study
on 60 cadaveric humeri,13 it was shown that impingement
was avoided with some third generation prostheses. Posi-
tioning was also investigated in a computer model.4 Several
positioning parameters of the glenoid and humeral
components were tested. This study concluded that the
height of the humeral head on the resection plane was the
most critical parameter of the humeral component. It was
reported as the second cause of impingement, after the
inclination of the glenoid.
There are thus several efforts to better estimate the
consequences of the malpositioning of the humeral compo-
nent, but these analyses are still limited to impingement
problems only. They indeed do not consider the gleno-
humeral stability or the stress state within the polyethylene
or cement mantle. Besides, the current studies used either
ball-and-socket numerical models, prohibiting the natural
humeral head translation, or use passive cadaver models,
which do not account for the compressive and stabilizing
effect of the rotator cuff muscles.
Therefore, the goal of this study is to evaluate the
biomechanical consequences of a malpositioning of the
humeral head component after an anatomical total shoulder
arthroplasty. Active abduction in the scapular plane was
simulated using a numerical musculoskeletal model of the
shoulder accounting for the natural translation of the
humeral head in the glenoid fossa. We considered an
inferior-superior malpositioning and estimated the
impingements, muscle moment arms, muscle forces, joint
reaction force, joint contact pattern, and the stress within the
polyethylene glenoid component and surrounding cement
mantle.Materials and methods
A 3-dimensional (3-D) numerical musculoskeletal model of the
glenohumeral joint was used for this study (Figure 1). This model
is composed of the scapula, humerus, middle deltoid (MD),
anterior deltoid (AD), posterior deltoid (PD), supraspinatus (SS),
subscapularis (SC), and infraspinatus combined with the teres
minor (IS). The geometry of the scapula and humerus were
obtained from CT images of a normal cadaveric shoulder. The
local mechanical properties of the scapula were obtained from the
same CT images, using the relationship between Hounsfield
number and elastic modulus.3,9,15 Muscles were represented partly
by rubber-like structure and cables. The rubber-like part was a 3-D
soft deformable rectangular shape embedded with stiff cables, to
mimic the mechanical behavior of tendons: very low bending
resistance, but high tensile stiffness. The contact between the
muscles and the bones was considered to replicate the deformation
and wrapping of the muscles around the humeral head. This gavethe anatomical orientation of the contraction part of the muscle
forces, but also the compressive resultant of the muscle force on
the humeral head, which provides the stabilization of the joint.
The stabilizing effect of the muscles coupled with the gleno-
humeral contact allowed the natural translation of the humeral
head within the glenoid fossa. The arm motion was actively
controlled by the muscular activation. A feedback algorithm
automatically predicted the muscular forces required balance the
arm weight and produce abduction in the scapular plane. This
algorithm assumed fixed ratios of the muscular forces, derived
from EMG and PCSA measurements, as proposed by Poppen and
Walker.14 To achieve an elevation of the arm, a shortening of the
middle deltoid is imposed. The force induced within the middle
deltoid is then considered as the reference force to set the force
within the other muscles, according to the predefined muscle
ratios. Changing the force within the other muscles obviously
alters the reaction force within the middle deltoid (the reference
force), the joint reaction force and the overall stability position of
the joint. This feedback process was continuously activated while
solving the mechanical equilibrium, contact stability, and muscle
ratio constraint. Details of this algorithm can be found in 2
previous method papers20,21 and 3 application papers.17-19
The Aequalis anatomic prosthesis (Tornier Inc, Edina, MN)
was inserted into the numerical model according to manufacturer
recommendations. The articular surfaces of each component were
spherical, with radius of curvature of 30 mm for the glenoid and
24 mm for the humeral head. Three configurations were
compared: an optimal positioning, an inferior malpositioning of
the humeral head, and a superior malpositioning of the humeral
head. For the optimal positioning, the humeral head component
optimally fitted the intact humeral head. The same method was
applied for the glenoid component, with a minimum resection of
the glenoid subchondral bone. The inferior malpositioning was
simulated by displacing the humeral head by 5 mm in the inferior
direction, along the axis formed by the intersection of the optimal
resection plane and the symmetry plane of the prosthesis (in its
optimal position). The superior malpositioning was simulated by
displacing the humeral head along the same axis, in the superior
direction (Figure 2). The positioning of the glenoid and humeral
components were assessed visually by a senior orthopaedic
Figure 2 These images come directly from the numerical model and correspond to mechanical equilibrium positions of the humeral head
relative to the glenoid at different abduction angles. For clarity, muscles were removed from the display. The first row corresponds to 79 of
abduction, for the inferior (I-79), optimal (O-79), and superior positioning (S-79). With the inferior positioning, there was a slight
impingement between the greater tuberosity and the acromion (dotted circle). The second row corresponds to 106 of abduction. With the
inferior positioning, there was a severe impingement between the glenoid component and the superior-lateral border of the humerus (dotted
circle), but no impingement with the optimal or superior positioning.
1186 A. Terrier et al.surgeon, using superposition of CT images with the positioned
implants. For all configurations, a uniform layer of 0.5 mm of
cement was placed between the host bone and implants. The
polyethylene glenoid component and cement layer were consid-
ered homogeneous elastic (polyethylene: E ¼ 500 MPa, n ¼ 0.4;
cement: E ¼ 2000 MPa, n ¼ 0.3). The virtual reaming, cementing,
and positioning of the implants were performed with the standard
modelling tools of the computer-aided design software Solid-
Works (Dassault Syste`mes; SolidWorks, Concord, MA).
A quasi-static movement of arm elevation in the plane of the
scapula was simulated from neutral elevation to 150 of abduc-
tion, with full extension of the elbow. The arm weight was 37.5 N
(5% of the body weight of a 75 kg person) and 10 N were added in
the hand. The motion of the scapula was accounted for to provide
the correct alignment of the muscle forces relative to the vertical
direction of the arm weight. A scapulo-humeral rhythm of 2:1 was
assumed. This means that at 90 of arm abduction, the scapulo-
thoracic angle was 30 and the scapulo-humeral angle was 60.
All numerical analyses were performed with the finite element
solver Abaqus 6.7 (www.simulia.com). Linear hexahedral
elements were used for the glenoid component and cement mantle,
while (modified) quadratic tetrahedral elements were used for theglenoid bone. No friction was considered at the contact between
the 2 articular surfaces. The polyethylene-cement and bone-
cement interfaces were fully bounded.
For the 3 tested configurations, we evaluated the impingement
positions, muscle moment arms, muscle forces, joint reaction force,
joint contact pattern, and (maximum principal) stress within the
cement. The moment arms and stress analysis were only performed
every 30 of abduction, while a continuous evaluation was obtained
for the impingement analysis. Impingement positions were
evaluated visually by the overlapping of the solid structures.Results
When the humeral head was optimally positioned, there
was no impingement during the elevation of the arm. When
the humeral head was displaced inferiorly, a small
impingement (less than 1 mm penetration) occurred at 79
of abduction between the greater tuberosity and acromion
(Figure 2). After this first slight impingement, there was
a more severe impingement at 106 of abduction between
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Figure 3 Moment arms of the 6 muscles at 30, 60, and 90 of
abduction for the inferior (grey), optimal (white), and superior
positioning (black). Overall, muscle moment arms increased with
the inferior positioning and decreased with the superior
positioning.
Humeral component malpositioning after TSA 1187the glenoid component and superior-lateral border of the
humerus. The superior malpositioning did not induce any
impingement problem for the simulated movement.
Because elevation was limited to 106 for 1 of the 3 cases
analyzed here, we restricted the comparison of the 3
configurations to this elevation angle.
In overall, the inferior malpositioning of the humeral
head increased muscle moment arms, while they were
decreased by a superior malpositioning, compared to the
reference optimal positioning. This effect was particularly
evident at 60 of elevation (Figure 3). For this position, the
5-mm inferior (resp. superior) displacement of the humeral
head induced approximately 5-mm increase (resp. decrease)
of the muscle moment arms. Still, for this position, the
change in moment arms induced an overall muscle force
decrease of 22% with the inferior malpositioning and an
increase of 77% with the superior malpositioning. At the
joint, the reaction force at 60 of elevation reached 122%
BW (915 N) with the optimal case, but was about 16% lower
with the inferior malpositioning and 60% higher with the
superior malpositioning.
With the optimal positioning, the contact pattern was
located at the inferior border of the glenoid at the beginning
of elevation. It displaced in the superior-posterior quarter of
the glenoid surface during the first 30 of abduction, and
then came back to the inferior border during the rest of
the elevation, being rather centred at 90 of abduction
(Figure 4). With the inferior malpositioning, the contact
pattern displaced to the lower edge of the glenoid compo-
nent and remained below the lower half of the glenoid
surface during the elevation of the arm. With the superior
positioning, the contact pattern reached the superior-
posterior border of the glenoid component before 30 of
abduction. It remains there until 60 of abduction. For this
position, the humeral head was in a subluxation position. At
90 of abduction, the contact pattern was again more
centered. The average contact pressure on the polyethylene
component was maximal at 60 of abduction. It reached
nearly 40 MPa with the superior positioning, while it was
below 13 MPa with the optimal and inferior positioning.
Within the cement mantle, the maximal stress value
occurred at 60 of abduction. It remained below 9 MPa with
the optimal positioning, but reached 17 MPa and 18 MPa
with the inferior and superior malpositioning, respectively.
The volumetric distribution of the stress within the cement
mantle also confirmed that the stress state was the most
critical at 60 of abduction. For that position, 2.8% of the
cement volume exceeded 5 MPa with the optimal posi-
tioning, but it reached 7.4% and 7.8% with the inferior and
superior malpositioning, respectively (Figure 5).Discussion
Although anatomical total shoulder arthroplasty is a common
surgical technique to treat various pathologies of the shouldersuch as osteoarthritis, there is a relatively important rate of
failure caused by the loosening of the glenoid component,
which still requires efforts to limit its occurrence. The correct
positioning of the prosthesis components is a key to success of
the technique. The anatomical articular surfaces should be
reproduced as closely as possible, in order to restore mobility
and limit implant loosening.2,12,13 The goal of this study was
to evaluate the biomechanical consequences of a malposi-
tioning of the humeral component in the inferior-superior
direction. The results showed that a relatively small posi-
tioning error of 5 mm can have dramatic effects on the
functional outcome (impingement and subluxation) and life-
time of the prosthesis (polyethylene and cement damages).
Inferior and superior malpositioning of the humeral head
indeed completely altered the normal anatomical biome-
chanics of the prosthesis, even during a simple elevation
movement.
Figure 4 Contact pressure on the glenoid surface during
abduction for the inferior (I: left column), optimal (O: middle
column), and superior positioning (S: right column) at 30, 60, and
90 of abduction.
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Figure 5 Volumetric distribution of the stress within the cement
mantle at 30, 60, and 90 of abduction, with the optimal (O),
inferior (I), and superior (S) positioning.
1188 A. Terrier et al.The risk of impingement may exist after a reconstruction
of the shoulder joint. It may reduce the mobility and limit
the function of the joint. Our results predict an impinge-
ment problem only when the humeral head is displaced
inferiorly. This is intuitively expected, as it corresponds to
a superior displacement of the humerus relative to its centerof rotation. The impingement between the greater tuber-
osity and the acromion is not surprising. The second
impingement between the glenoid component and superior-
lateral border of the humerus was also expected. Using
a numerical model preventing humeral head translation,
Favre et al. observed that an inferior translation of 5 mm of
the humeral head within the resection plane limited the
glenohumeral motion to 20.4 For the same malpositioning,
our model predicted a similar impingement at 79 of
humerothoracic angle, which corresponds roughly to 50 of
glenohumeral angle. This higher angle before impingement
can probably be explained by a lower (0.2-mm) humeral
head migration (predicted by the current model but not
presented in the results) with the inferior positioning,
compared to the optimal positioning (1 mm) during
elevation up to the impingement at 79. The study of Favre
et al also concluded that the superior malpositioning did not
induce impingement, at least with a physiological range of
motion.4 Using a cadaveric model, inferior-superior mal-
positioning of the humeral head was also investigated.24 A
passive rotation of the humerus was applied while the
humerus was at 90 of elevation, corresponding to 60 of
glenohumeral elevation. For superior and inferior malpo-
sitioning of 8 mm, the range of internal-external rotation
was reduced by about 10, but was mildly affected by
4-mm offsets. The authors of this study observed that small
inferior offset can lead to significant increase in sub-
acromial contact, which was not observed for superior
offset. In another cadaver experiment, Nyffeler et al
observed no mechanical impingement with a superior
malpositioning of 10 mm, but reported a reduction of about
10 in the range of gleno-humeral abduction caused by the
tensioning of the inferior capsuloligamentous structures.11
The same study reported also changes in moment arms of
the muscles that are consistent with our predictions.
Another cadaveric study reported that the subacromial
space was minimal at 90 of abduction.5 Although we did
not actually measure subacromial space, we observed
(Figure 2, O-79 and O-106, corresponding, respectively, to
79 and 106 degrees of elevation) that the minimum sub-
acromial space was indeed in between, which is consistent
with the above paper.
As expected, the muscle forces changed in the opposite
way to moment arms, to maintain the same level of moment
of force to balance the arm weight. In overall, the muscular
forces predicted here are in the same order of other
cadaveric or numerical models, although there are impor-
tant differences among them. The joint reaction force,
being the vectorial summation of all forces applied to the
humerus (muscles, arm weight, external force in the hand),
also decreased with the inferior displacement and increased
with the superior displacement of the humeral head.
Overall, the reaction force predicted here was in good
agreement with recent in vivo measurements.23 Although
a strict comparison is difficult, lifting a weight of 1.5 kg
with a straight arm produced a reaction force between 90
Humeral component malpositioning after TSA 1189and 125% bodyweight, which is rather close to the 122% of
the bodyweight predicted here for an external force of 10N
in the hand.
The contact pattern of the optimal case is consistent with
the literature. This up and down movement of the contact
pattern has been reported in other numerical model,
cadaveric studies, and in vivo measurements.10,16,22 The
inferior (resp. superior) displacement of the contact pattern
when the humeral head is inferiorly (resp. superiorly) dis-
placed has not been reported yet; but, this behavior is
rational and can be explained as follows. The inferior-
superior malpositioning of the humeral head changes the
direction of the muscle forces relatively to the glenoid,
which also change in the opposite direction the reaction
force on the glenoid surface. Inferior displacement of the
humeral head induces a resultant muscle force more infe-
riorly directed and a reaction force more superiorly
directed, which, being more or less perpendicular to the
articular surface, will be applied more inferiorly; and
produce the predicted more inferior contact pattern. The
opposite reasoning is applicable for the superior malposi-
tioning, producing a more superior contact pattern. In the
case of the superior malpositioning, the contact pattern was
also displaced towards the posterior border of the glenoid.
This is because of the orientation of the glenoid component,
which follows the natural orientation of the glenoid to have
the best bone support. We thus observed that the superior
malpositioning of the humeral head is more critical
regarding the joint stability.
Cement stress predictions showed that both inferior and
superior malpositioning of the humeral head induced an
increase of the maximum, but also the volume of stress
above some critical value. The critical value to be consid-
ered could be the endurance (or fatigue) limit of the
cement, which has been reported to be about 7 MPa.8 Our
results (Figure 5) predict 2-fold volume of cement
exceeding this limit when the humeral head is inferiorly or
superiorly malpositioned by 5 mm.
The strength of the present study is to account for the
natural translation of the humeral head during a loaded
movement of the shoulder actively controlled and stabilized
by the muscles. This translation of the humeral head during
arm elevation has already been observed in vitro and in
vivo, and our predictions are consistent with thses reported
data.6,7 Although the present analysis is limited to arm
elevation in the scapular plane, this movement is biome-
chanically relevant for most activities of daily living, as it is
assumed by most cadaveric studies. Fixed muscular ratios
were used to simulate this movement for the 3 cases;
however, the muscular forces were different in each case.
The change of the articular configuration also changed the
equilibrium positions, muscle moment arms, and thus the
muscular forces. The capsule was not accounted for in this
model, but we assumed that its effect was negligible for the
simulated range of abduction. Only inferior-superior mal-
positioning was considered, but this is the most commonpositioning error during total shoulder arthroplasty. Finally,
no damaging behavior of the materials was accounted for,
such as plastic (permanent) deformation of the poly-
ethylene or fractures of the cement, which could better
predict the failure risk of the malpositioning. The finite
element method can be very efficient to analysis the stress
state within prosthesis components; but, the method and its
predictions need to be carefully verified, especially when
the method is applied to complex biological system. In this
work, the main limitation concerns the cement stress, which
is obtained for a perfect homogenous layer between the
glenoid component and a single healthy glenoid bone.
Results might be different with more complex cement
distribution and more pathological scapulae. This compar-
ative study, however, clearly reports the relative effect of
a humeral component malpositioning.ConclusionTo conclude, this biomechanical analysis of the humeral
head malpositioning in anatomical total shoulder
arthroplasty highlighted and explained its possible
consequences on the final outcome of the joint
replacement, such as reduced mobility, subluxation,
polyethylene wear, cement fracture, and component
loosening. Functional result and survivorship of such
prostheses are indeed very sensitive to a correct posi-
tioning of the components, which should reproduce the
anatomical articular surfaces. This work thus confirms
the importance of an accurate anatomical reconstruction
of the humeral side of total shoulder arthroplasty to
restore mobility and to reduce the risk of glenoid
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